A comparative study of the neutralisation test and the indirect fluorescent antibody technique for the detection of antibodies to the virus of Aujeszky in pig sera.
A microneutralisation test and an indirect fluorescent antibody technique for the detection of antibodies to Aujeszky-virus in pig sera are described. All the sera were tested with both techniques and the results were compared. Serum dilutions of less than 1:32 which produced a positive reaction in the indirect FAT were considered nonspecific. Bij contrast, all neutralising antibody titers of less than 1:8 gave nonspecific reactions in the indirect FAT.